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KORELACIJA UPADNIH DERMALNIH DOZA KOD STANDARDNIH VERTEBROGRAFIJA
Apstrakt
U toku radioloških pretraga pacijent neminovno dobija određenu dozu zračenja.Doza zračenja zavisi od vrste i dužine pretrage.Nakon otrkića rendgenskog aparata primjećeno je da to zračenje ima štetno dejstvo na ljudsko tijelo pa čak može biti letalno ukoliko se primjenjuje u većim dozama iznad  5-6 Gy.Međunarodne institucije koje se bave ovom oblašću su ustanovile jedinice i sistem mjera za snižavanje ovih doza na najmanju moguću dozu a da se očuva radiološki kvalitet snimka.Na osnovu izvještaja Svijeteske zdravstvene organizacije doza per capita u zadnjih 10 godina se povećala čak za 20%.
U ovom radu biće analizirane  upadne dermalne doza u funkciji jedinice pretrage, godine proizvodnje aparata i proizvođača opreme rendgen aparata sa novim materijalima za apsorpciju rendgengskog zračenja.
Ključne riječi:
Doze zračenja, stare i nove generacije  rendegen aparata.
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Abstract
During radiological examinations, the patient was inevitably a certain amount of radiation . The radiation dose depends on the type and on during of examinations . After discovery of X-ray  device  it was observed  that X-ray has   harmful effects on the human body and can even be lethal when administered in high doses over   5-6 Gy. International institution  who work in this area established a system of units and measures for the reduction of the dose to the lowest possible dose with preservation of  radiographic image quality .On the basis  of World Health Organization report  dose  per capita within last 10 years has increased 20 %  .
In this study we shall analyze  incident dermal dose per unit tests, the year of manufacture and the manufacturer of the equipment x-ray machine in correlation to new materials for absorption of x-ray.
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